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Abstract: The requirements to achieve high detection efficiency (above 50%) and gigahertz 
(GHz) frame rate for the proposed 42-keV X-ray free-electron laser (XFEL) at Los Alamos are 
summarized. Direct detection scenarios using C (diamond), Si, Ge and GaAs semiconductor sen¬ 
sors are analyzed. Single-photon counting (SPC) mode and weak SPC mode using Si can poten¬ 
tially meet the efficiency and frame rate requirements and be useful to both photoelectric absorption 
and Compton physics as the photon energy increases. Multilayer three-dimensional (3D) detector 
architecture, as a possible means to realize SPC modes, is compared with the widely used two- 
dimensional (2D) hybrid planar electrode structure and 3D deeply entrenched electrode architec¬ 
ture. Demonstration of thin film cameras less than 100-/xm thick with onboard thin ASICs could 
be an initial step to realize multilayer 3D detectors and SPC modes for XLELs. 
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1. Introduction 

X-ray free electron lasers (XFELs) have opened up new vistas to the mesoscopic (micro-meter 
length scale) world of structural biology, chemistry, material sciences, geology, etc. [U, 0, 0, ffl]. 
With the number of photons reaching 10^^ to lO'^ per pulse (10^° - 10^^ photons per ftm^), the 
spatial resolution down to nano-meters for micro-meter-size polycrystals or non-periodic structures 
such as biological macromolecules is feasible; i.e., the ratio of the sample size to spatial resolution 
can exceed 10^. With individual photon pulses lasting a few to 100 fs, atomic motion is essentially 
frozen during each photon pulse; i.e., the motional blur for atoms moving at approximately 1 km/s 
(room temperature) is essentially eliminated (0.1 nm or less). With the transverse photon coherence 
reaching 10 - 100 /im. X-ray photon correlation spectroscopy (XPCS) [0, time-resolved Phase 
Contrast Imaging (PCI) [0,0], and other techniques are being developed or used to track ‘4D’ (ID 
temporal -i- 3D spatial) evolution of mesoscopic structures. 

Detection of X-ray intensity as a function of the angle of scattering (and time for temporal 
information) is a common experimental approach, although the X-ray energy, the pulse-to-pulse 
time delay, the beam intensity, the distance from the sample to detection, and other experimental 
parameters may vary under different conditions. For a characteristic scattering sample length oq, 
the coherent scattering angle (0) is given by mX = qq sin 6, with the integer m > 1 being the order 
of interference and A the X-ray wavelength. Since ao ^ A for hard X-rays, small-angle X-ray 
scattering (S AXS) is widely used and the scattered X-rays are captured near the direction of beam 
exit. In addition, the coherently scattered X-ray is more intense than incoherent scattering at small 
angles. Despite the large peak intensities of XFELs, many repetitive pulses may still be needed to 
collect enough scattered X-rays for imaging, since individual electron scattering cross section is 
only about 0.665 barn. The minimum number of X-ray photons to form an image has been shown 
to depend on the resolution (5) as 5^^ (partially coherent or incoherent sources) or 5^^ (coherent 
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sources) [0, 0, [10, DD, and amounts to about 10^ scattered photons per image finil . Pixelated area 
detectors, together with computation, are indispensable to XFEL imaging I1T3L O, UHl . 

High-performance pixelated area detectors have been identified as one bottle neck for XFEL HTTIl . 
in particular for X-ray photon energies above 20 keV. XFEL sources and applications drive the fur¬ 
ther development of pixelated area detectors. 

1.1 A 42-keV XFEL source 

A new 42-keV XFEL source is proposed by Los Alamos to examine granular matter of high- 
Z materials. Some of its properties are compared with LCLS-I, SASEl of the European XFEL 
(EXFEL), and SACLA in Japan llT0 US ED, El]- In addition to higher X-ray energy at 42 keV 
(fundamental mode). Another unique feature (from the detector perspective) is multiple pulses 
with a pulse-to-pulse time delay around 1 ns or less. 


Table 1. A comparison of key parameters for several XFELs flTEll . 


Parameters 

unit 

LCLS-I 

EXFEL (SASEl) 

SACLA 

MaRIE 

Electron energy 

(GeV) 

13.6 

17.5 

8.5 

12 

Electrons per pulse 

(nC) 

0.25 

1.0 

0.2 

0.1 

SASE gain length 

(m) 

3.1 

4.0 

2.8 

2.6 

Photon energy 

(keV) 

8.2 

12.5 

11.9 

42 

Photon pulse length 

(fs) 

73.5 

200 

100 

33 

Photons per pulse 

(xl0“) 

8.7 

25 

1.8 

0.39 

Transverse spot size 

(Atm) 

33 

31 

28 

13 

Beam divergence 

(Atrad) 

0.36 

0.26 

0.29 

0.19 


1.2 Detector requirements 

The spatial (r), temporal it), momentum (p) and polarization (s) distributions of the scattered X-ray 
photons determine the imaging detector requirement. In other words, an ideal detector measures 
the X-ray photon number distribution function Av(p,r,s,i). In XFEL setting, the directions of 
the scattered photon (6o, </>o) is well defined affer the relative location in-between the detector 
and the object, zo, is chosen, and the function reduces to Ny{Ev,r,s,f,zo,^o,'Po) with Ey = hv 
being the photon energy. A pixelated digitial area detector discretizes the measurement both in 
time and in space, and the measured function is Ny{Ey,kAx,IAy,mAf\zo,6o,^o), here we ignore 
the polarization-dependence in the measurement. The detector requirements define the energy 
sensitivity, pixel resolutions A;^, ^v, temporal resolutions A,, The total number of pixels in the x—, 
y— direction and in time are given by 1 < k < Mx, 1 < f < My, I <m < Mt (the discrete storage 
units for each pixel) respectively. By definition, 0 < Ay < A'”“. The detector dynamic range, or 
the ratio of the maximal photon sensitivity across the whole image divided by the minimum photon 
sensitivity, is jj^mm ^ Experimentally, it has been found that single X-ray photon sensitivity 

is required. A""” = 1; therefore, A'"“ also defines the dynamic range of the detector. For a single 
pixel, the number of photons expected is given by 

Ny = ror^,J\E{eQ,^Q)\^da, ( 1 . 1 ) 
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where Fq is the number of incident X-ray photons per unit area per pulse at the sample, rg = 
2.818 X 10 m is the classical electron radius, the integration is over the individual pixel photon 
collection solid angle. If multiple pulses are collected for a single image, Fq = / dtlo/Qiv) is the 
time-integrated photon counts, or time-integrated intensity Iq divided by the photon energy hv for a 
mono-energetic or narrow-bandwidth XFEL. The function F (60 j <Po) is called X-ray scattering form 
factor IE2L E3I1 . which is a complex number in general and its modulus determines the scattered X- 
ray distribution as a function of angles 60 and ^o- The largest photon count happens at the peak 
of the scattering form factor. |F( 0 O; 0 o)| always peaks in the forward direction (60 = 0 ) and for 
coherent scattering, it is equal to the total number of electrons in a coherent scattering volume. For 
a volume that contains No atoms and each has Z electrons on average, |F'”“(0O) ^o)| < NqZ. 

Smaller the pixels are, more difficult it becomes to fabricate using micro-processing tech¬ 
nologies such as CMOS for integrated circuits. The maximum allowed pixel sizes = Ay are 
determined by the oversampling requirement in lensless diffractive imaging 


A^ = Ay = 


zqA 

Oao 


ao 


(1.2) 


here O ~ 2 is the so-called oversampling parameter [E5I] . ao is the sample size (the diameter of 
a sphere), and A the wavelength of the X-ray photon. The Fresnel number {Np) is the same as 
the definition in optics, Np = a^jzo^- From Eq. (|1.2|), the pixel solid angle AQ. = A^Ay/{Anz^). 
Therefore, it seems that the maximum number of photon might be TorlNlZ^AxAy/(Anzl). 

However, this is an overestimate. Although the peak intensity scales with the number of scatterers 
as Nq, the peak width narrows as No increases lE^. EUl . Correspondingly, the angular spread of the 
peak is 


A0'”“=^T^. (1.3) 

4aoA^o^ 

Comparison of Eqs. and (|1.3| ) indicates that the solid angle of a maximum pixel size that 
satisfies oversampling condition is much greater than the angular spread of a peak, since No^ I- 
Therefore, / |F(0o, <Po)\'^dQ. = NoZ, and the expected peak photon count is 


= ForjNoZ. 


(1.4) 


We compare under two different scenarios, Np >l (the Fresnel regime) and Np I (the 
far field or Fraunhoffer regime). The main difference is in Nq, the number of atoms constructively 
interfere with each other and reinforce the scattering peak. 


No 


l^al Np«l’ 


(1.5) 


where = a^/Np- Po is the mass density and Mo the average atomic mass per atom. Eq. ( |1.5[ ) 
basically means that in the Fraunhoffer regime, the whole volume contributes to the main peak, 
while in the Fresnel regime, only a fraction of the object contribute to the peak constructively and 
the fraction is determined by Np. 

The overall detector sizes, or the total number of pixels Mx, My, are determined by resolution 

(5), 

MA=M,A, = ^ = ^. (1.6) 
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Figure 1. CSDA ranges of photoelectron and other secondary electrons as a function of their energies in 
several semiconductors that are likely used for hard X-ray imaging: C (Diamond), Si, Ge, GaAs and CdTe. 
The CSDA ranges set a lower limit on the the pixel sizes and Ay at 42 keV. 


Combining Eqs. ([0|) and ([0| ) gives. 


M^=My = 


Oao 


(1.7) 


The spatial resolution of the detector is also limited by the stopping or ranges of photoeletrons. 
Auger electrons and Compton electrons. The continuous slowing-down approximation (CSDA) 
electron ranges at above 1 keV are available from NIST lEHl . The CSDA range with an error up 
to 10% is shown in Fig. |I] for several semiconductors. At 42 keV, the CSDA ranges of electron 
are 10.2, 17.8, 10.3, 10.5 and 10.4 /rm in C (diamond), Si, Ge, GaAs, and CdTe respectively. We 
conclude that the pixel size can not be less than the CSDA range of electrons. This constraint is 
taken into account to define and Ay for 42 keV X-rays in the Table 0. 


Table 2. A comparison of detector designs for a 42 keV (A = 0.029 nm) XFEL. 


Sample size 

ao(/fm) 

0.1 

2.0 

20 

Resolution 

d (nm) 

2 

10 

20 

Pixel size 

A,y = Ay (/im) 

25 

100 

100 

Fresnel number 

Nf 

0.002 

0.01 

0.05 

Number of pixels 

M^=My 

100 

400 

1000 

Number of frames 

M, 

20 

100 

100 

Photon flux density 


lO'o 

10*^ 

10^ 

Atomic number 

Z 

26 

26 

26 

Dynamic range 

js^max 

92 

7.3 X 10^ 

9.2 xlO^ 


2. Single-photon-counting (SPC) modes 

Both the Cornell-Stanford pixel array detector (CS-PAD) for LCLS-I and the Adaptive Gain In¬ 
tegrating Pixel Detector (AGIPD) for the EXFEL work in the charge integration mode I1T3I. ITBl : 
i.e., each pixel has a dynamic range around lO'*, allowing it to detect one or up to 10^ X-ray pho¬ 
tons. These imagers also use high-resistivity silicon as the X-ray converter that turns X-rays into 
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electron-hole pairs as signal. Here we discuss the motivations for single photon counting (SPC) 
detectors; i.e., each pixel detects no more than one photon for very hard X-rays. We shall call this 
the strong SPC mode. Then we relax this condition and introduce a weak SPC mode concept. A 
multilayer 3D detector architecture to realize SPC and weak SPC mode is discussed in the next 
section. 

2.1 SPC mode: physics and performance considerations 

The motivations for SPC mode of X-ray imaging are a.) The increasingly important Compton scat¬ 
tering fraction in silicon converters for very hard X-rays; and b.) The simultaneous requirements 
of high detection efficiency (above 50%) and high speed (1 GHz and higher frame rate). 

The integration mode works for CS-PAD and AGIPD because of the relatively small X-ray 
energy (no more than 12.5 keV). At X-ray energies up to 20 keV, the ratio of Compton scattering to 
photoelectric absorption is less than 4% in silicon. However, the ratio increases to 33% at 40 keV 
and is no longer negligible. At 100 keV and above (the third harmonic of a 42-keV XFEL is at 126 
keV), the ratio becomes 573% or larger. The integration mode works nicely in low-noise (< 500 
e^) silicon sensors since the amount of charge collected is in direct proportion to the number of 
X-ray photons absorbed. One 12.5 keV X-ray photon will produce 3.4 x 10^ electrons (3.64 eV per 
e^/h pair). For very hard X rays as in MaRIE, as well as in some synchrotron facilities such as the 
Advanced Photon Source at Argonne, the integration mode no longer works as effectively because 
of the increasing fraction of Compton scattering in silicon. When an X-ray is Compton scattered, 
its energy deposition in a pixel is not fixed, buf rafher disfribufes over a wide range from zero up fo 
fhe Compfon edge (5.9 keV for 42 keV X-rays). The angular averaged Compfon elecfron energy 
is 3.1 keV (855 e^). A 42 keV X-ray photon could produce 1.1 x 10"^ e^ (phofoelecfric absorption) 
or 1.6 X10^ e^ (Compfon edge) in silicon. Thus, infegrafed charge measuremenf can no longer fell 
precisely how many phofons per pixel fhrough dividing fhe fofal charge collecfed by a consfanf like 
1.1x10'* e^ for 42 keV X-rays. In fhe SPC mode, measuring fhe exacf amounf of charge is nof 
essenfial. All fhe signals above a certain fhreshold, which is limifed fo fhe sensor noise, lead fo 
a phofon counf. Bofh phofoelecfric absorpfion and Compfon scaffering physics can fherefore be 
accommodafed in fhe SPC mode. Signals below fhe fhreshold are losf and resulf in some loss in 
efficiency. For a fhreshold of 500 e^, or fhe Compfon elecfron energy of 1.8 keV, phofons wifh a 
Compfon scaffering angle less fhan 63** are nof counfed. Reducing pixel capacifance can reduce fhe 
noise levels and improve fhe Compfon defection efficiency. Af a noise level of 50 e^, fhe Compfon 
scattering angles less fhan 19** are nof counfed. Some ofher advanfages of SPC mode have been 
discussed previously lETIl . 

Defecfion efficiency requiremenf defermines fhe sensor fhickness. For above 50% efficiency, 
af leasf one X-ray affenuafion lengfh would be required. For silicon and 42 keV phofons, one X-ray 
aftenuafion lengfh is abouf 7 mm. The sensor fhicknesses for silicon and several ofher semicon- 
ducfors, which are fhree fimes fhe 42 X-ray affenuafion lengfh (Atot) respecfively, are shown in 
Table 0. 

For very fhick sensors, when used wifh fhe fully deplefed diode charge collecfion configura¬ 
tion, would make GHz frame rate difficult since a.) The charge collection time will increase with 
sensor thickness; b.) The bias voltage also increases with thickness in order to obtain saturation 
electric field wifhin fhe pixel; and c.) potenfial material issues with very thick sensors. In silicon. 
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Table 3. Thickness and response time requirements for 42 keV (A = 0.029 nm) X-rays. 


Material 


C(Diamond) 

Si 

Ge 

GaAs 

CdTe 

Thickness 

3 A,ot (mm) 

42 

20 

1.0 

1.0 

0.28 

Saturated drift speed 

Vd (Atm/ns) 

270 

100 

60 

200 

1— ‘ 
o 
o 


for example, electrons move at the saturated drift velocity will take 200 ns to drift a distance of 20 
mm. To achieve saturated drift in a thicker sensor will also require a large bias voltage above 10 kV, 
potentially causing other problems for steady operation. Columnar or 3D deeply entrenched elec¬ 
trode configuration [CEU . replacing the existing planar electrode configuration, has recently shown 
promising results E3l- It may also be possible that distributed charge collection may be able to 
separate photoelectrically absorbed and Compton scattered X-rays. 


2.2 The strong SPC mode 


When photons reach a pixel with a thickness T, the average number of interactions is given 
by 


^abs ^inc 


l-exp(-—) 


(2.1) 


where Kabs and A,„c are absorption mean free path and the incoherent scattering mean free path 
respectively. -|-A^* + Elastic scattering (Acoh) produces no detectable signal. We 

also ignore the Poisson statistics here. The strong SPC mode is defined as no more fhan one phofon 
inferacfion (absorpfion -i- inelasfic scaffering) per pixel, Np < 1. The SPC requiremenf defines fhe 
maximum sensor fhickness Tspc- When T < Tspc, no more than one X-ray photon on average is 
detected in each pixel for When = 10^, Tspc are found to be 7.8, 14, and 0.35 /im in 
Si, C(Diamond), Ge/GaAs and 42 keV X-rays, as shown in Fig. ^ 



Figure 2. Maximum pixel thickness as a function of the X-ray energy, assuming single photon counting 
(SPC) condition or the weak SPC condition. The X-ray flux onto each pixel is up to =10^. (Left) the 
thicknesses for silicon; (Right) The thicknesses for C(diamond), Ge and GaAs (the same). 

2.3 The weak SPC mode 

When Aahs < A,•„c^ there are more absorptions than inelastic scatterings per pixel, we may define 
a weak SPC mode by allowing multiple absorption and no more than one Compton scattering per 
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pixel. In other words, the weak SPC mode is defined as 






l-exp(- —) 


< 1 . 


( 2 . 2 ) 


In the weak SPC mode and 42 keV photons, the maximum allowed pixel thickness are found 
to be 28, 17, and 16 /im for Si, C, Ge/GaAs respectively. For other energies, the result is shown in 
Fig. H along with the result for the SPC mode. 

It’s worth mentioning that the Compton fraction for 42 keV X-ray photons in Ge and GaAs 
is only 2.3%, which may be negligible in many applications. If so, one may be able to use the 
existing 2D hybrid architecture for high efficiency. Since the total sensor thickness will be still 
about 1 mm as shown in Table ^ the charge collection time at the saturated electron drift speed 
will be about 5 ns and 17 ns for Ge and GaAs respectively. If a faster charge collection time of 1 ns 
is desired, one could stack multiple 2D hybrid sensors on the top of each other. We call this type of 
multilayer three-dimensional (3D) detector architecture. For GaAs, five layers of sensors each with 
a thickness around 200 /im thick will be needed. For Ge, about 17 sensor layers with a thickness 
around 60 /rm each. An alternative to the multilayer 3D detector architecture could be a single thick 
layer with deeply buried electrodes as mentioned above lEM E2L EOl- The distances in-between the 
closest positive and negative electrodes would be less than 200 /im in GaAs, and less than 60 /rm in 
Ge. This way, the charge collection time will be around 1 ns or less while maintaining the thick (~ 
1 mm) sensor efficiency. Compared with the multilayer architecture, which will require multiple 
Application Specific Integrafed Circuits (ASICs) to serve multiple layers, one advantage of the 3D 
electrodes is that one may only need one ASIC to serve the sensor. On the other hand, the aspect 
ratio of each electrode would be around 1000 for 1 /rm collection electrode radius and 1 mm sensor 
thickness (corresponds to collection electrode length), which could pose a fabrication challenge. 


3. Multilayer 3D detector architecture 

We further discuss multilayer 3D detector architecture for low-Z materials such as silicon and 
diamond here. Ge and GaAs based detectors, since their Compton scattering fraction for 40 to 50 
keV photons are below 5%, can use the widely adopted 2D hybrid structures for high efficiency or 
3D deeply entrenched electrode structures for high efficiency and large frame rate (above 10 MHz 
and probably limited by ASIC) simultaneously. 

Multilayer 3D detector architecture can be use to achieve SPC or weak SPC mode of detection. 
Each layer in this architecture is less than 100 /im so that higher frame-rate, which is limited by 
the charge collection time, than in existing hybrid detectors such as CS-PAD and AGIPD 1.0 can 
be achieved. At the saturated electron drift speed, Tspc and correspond to a charge collection 
time of 78 and 280 ps in Si (100 /im/ns as listed in Table 0). On the other hand, high efficiency 
can be obfained by using many layers, making a multilayer detector a 3D detector with hundreds of 
pixels in all three dimensions. The number of layers or pixels in the third dimension is determined 
by the ratio of total thickness required for the desired efficiency to individual layer thickness. For a 
total thickness of 20 mm Si as listed in Table 0, the number of layers are about 2600 and 710 layers 
for SPC and weak SPC mode. The total number of pixels would be on the order of 10^, making it 
a ‘billion-pixel’ detector. 
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Double-scattering (A Compton scattered photon scatters for the second time in the detector) 
and therefore duplicated counts in a multilayer 3D detector can be reduced to low levels by ad¬ 
justing the spacing in-between layers, as shown in Fig. ^ For less than 5% double counting rate, 
the layer separation needs to be 2 to 4 mm in C(diamond) and silicon. Since the total number of 
layers will be order of 1000, the detector size in the third dimension will be about 4 m for a silicon 
detector, much larger than the lateral dimension of 10 cm (1000 pixel, 100 /im pixel size). Double 
scattering is most likely for the forward scattered photons following the first scattering. A more 
careful examination of double-scattering would be needed, since a balance may be found so that 
double-scattering events can compensate the loss of efficiency for forward scattered photons, which 
is not detected during the first scattering because of noise rejection threshold discussed in Sec. 


Double-scattering fraction in Si&: Diamond 



Layer separation (mm) 

Figure 3. The layer-to-layer separation required (abscissa) to reduce double-scattering fractions (ordinate) 
in a multilayer 3D detector. The minimum spacing in Si (the top curve) is found to be about 4 mm for less 
than 5% double-scattering fraction. About 2 mm in C (diamond). 

Each layer is a self-sufficient 2D camera by itself, with both sensor and ASIC integrated, the 
ASIC thickness should be much less than the sensor thickness (< 100 /im) to avoid efficiency loss 
in the ASIC, which will be in the path of incoming X-ray photons. Since layer thickness is much 
less than its lateral dimension and are less than 100 /im, each layer is essentially a thin-film camera. 
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